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Abstract
Background: Diaphragm muscle atrophy during mechanical ventilation be-
gins within 24 h and progresses rapidly with significant clinical consequences. 
Electrical stimulation of the phrenic nerves using invasive electrodes has shown 
promise in maintaining diaphragm condition by inducing intermittent diaphragm 
muscle contraction. However, the widespread application of these methods may 
be limited by their risks as well as the technical and environmental requirements 
of placement and care. Non- invasive stimulation would offer a valuable alterna-
tive method to maintain diaphragm health while overcoming these limitations.
Methods: We applied non- invasive electrical stimulation to the phrenic nerve in the 
neck in healthy volunteers. Respiratory pressure and flow, diaphragm electromyogra-
phy and mechanomyography, and ultrasound visualization were used to assess the 
diaphragmatic response to stimulation. The electrode positions and stimulation param-
eters were systematically varied in order to investigate the influence of these parameters 
on the ability to induce diaphragm contraction with non- invasive stimulation.
Results: We demonstrate that non- invasive capture of the phrenic nerve is fea-
sible using surface electrodes without the application of pressure, and charac-
terize the stimulation parameters required to achieve therapeutic diaphragm 
contractions in healthy volunteers. We show that an optimal electrode position 
for phrenic nerve capture can be identified and that this position does not vary as 
head orientation is changed. The stimulation parameters required to produce a 
diaphragm response at this site are characterized and we show that burst stimu-
lation above the activation threshold reliably produces diaphragm contractions 
sufficient to drive an inspired volume of over 600 ml, indicating the ability to pro-
duce significant diaphragmatic work using non- invasive stimulation.
Conclusion: This opens the possibility of non- invasive systems, requiring mini-
mal specialist skills to set up, for maintaining diaphragm function in the inten-
sive care setting.
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1  |  INTRODUCTION

Mechanical ventilation is an essential intervention in 
critical care medicine. However, disuse of the diaphragm 
during ventilation can rapidly result in severe dysfunc-
tion, with evidence of significant diaphragm weakening 
after as little as 24 h.1 This “ventilator- induced diaphragm 
dysfunction” (VIDD) is associated with difficulty weaning 
from respiratory support, and the resulting prolonged peri-
ods of ventilation may adversely affect clinical outcomes.2

Stimulation of the phrenic nerves to induce diaphragm 
contraction is a promising means of maintaining dia-
phragm condition during mechanical ventilation. It is 
the complete lack of activity in skeletal muscle that leads 
to atrophy, and only a small amount of exercise (~200 
contractions per day) is needed to prevent it.3,4 Phrenic 
nerve stimulation aims to reduce or reverse the atrophy 
produced by diaphragm inactivity by “exercising” the 
diaphragm.

There are currently multiple invasive techniques for 
achieving stimulator- induced diaphragm activation.5 
These can be broadly classified as transvenous methods, 
where the phrenic nerve is stimulated using electrodes 
inserted via the internal jugular or subclavian vein,6,7 
and diaphragm pacing, where electrodes are surgically 
implanted directly in the diaphragm.8,9 Transvenous pac-
ing has been shown to maintain diaphragm conditions 
in animals,10 while both implanted11 and percutane-
ous12 stimulators have shown potential value in humans. 
However, invasive methods of phrenic nerve stimulation 
have a number of disadvantages that may limit their wide-
spread application. Specific technical skills are required 
for electrode insertion: for example, transvenous pacing 
requires placement of jugular or subclavian vein cathe-
ters and diaphragm pacing requires surgical implantation 
or percutaneous access. These carry risks of mechanical 
complication during the insertion procedure (for exam-
ple, central venous access carries risks of arterial punc-
ture, hematoma, or pneumothorax) and further potential 
complications thereafter (thrombosis and catheter infec-
tion),13 although the specific risks vary with the insertion 
route chosen.

Non- invasive stimulation of the phrenic nerves would 
offer a means to maintain diaphragm condition during 
mechanical ventilation while avoiding the risks and tech-
nical demands of more invasive approaches. The ability 
to induce diaphragm contraction using surface electrodes 
has been demonstrated before, however, these approaches 

rely on frames,14 collars,15,16 and hand- held probes17 to 
apply pressure in order to improve coupling by reducing 
the distance between the electrode and the nerve. The 
need for pressure renders these methods unsuitable for 
extended use in an intensive care setting because of the 
risk of generating pressure sores, as does their inability to 
account for changes in the position of the phrenic nerve 
relative to the skin as the position of the head is moved 
during routine care. Additionally, one cause of lengthy pe-
riods of ventilation is a traumatic brain injury, and in that 
situation, the application of any external pressure in the 
region of the jugular veins is absolutely contraindicated 
due to the danger of raising intracranial pressure by creat-
ing increased resistance to venous return from the brain.

Our group, therefore, aimed to develop a non- invasive 
phrenic nerve stimulation system suitable to maintain 
diaphragm muscle function in ventilated patients in an 
intensive care setting. This requires reliable ventilator- 
synchronized diaphragm contraction using surface elec-
trodes without the application of pressure.

Here, we demonstrate that non- invasive capture of the 
phrenic nerve is possible and characterize the parameters 
required to achieve meaningful diaphragm contraction 
in healthy volunteers. This opens the possibility for non- 
invasive methods to maintain diaphragm function in ven-
tilated patients, with the potential to reduce time spent on 
a ventilator and improve clinical outcomes.

2  |  METHODS

Healthy volunteers with no respiratory or neurological pa-
thologies were recruited. The study was approved by the 
University of Oxford Central University Research Ethics 
Committee (approval reference R73898/RE001) and by 
the Ethics Committee at the Universidad de Concepción, 
Chile (CEBB 714– 2020).

2.1 | Electrode design

Custom electrode geometries were created by modifica-
tion of commercial (Axelgaard) electrodes. Electrode ge-
ometries are shown in Figure 1.

For the initial assessment of the efficacy of non- invasive 
phrenic nerve stimulation, concentric ring electrodes, 
with an inner cathode surrounded by a ring- shaped anode, 
were used to constrain the area of activation (Figure 1A). 

K E Y W O R D S

critical care, electrical stimulation, phrenic nerve, ventilator- induced diaphragm dysfunction



   | 3NON- INVASIVE PHRENIC NERVE STIMULATION

Circular cathodes were fabricated with a 20 mm diameter. 
Ring- shaped anodes were fabricated with an inner diame-
ter of 30 mm and an outer diameter of 40 mm.

In order to characterize the impact of electrode posi-
tion on diaphragm response, linear electrode arrays were 
fabricated (Figure 1B). Six 1 cm × 1 cm cathodes separated 

by 2 mm gaps were placed in a linear array on the neck, 
surrounded by a 1- cm wide anode strip (the inner edge of 
the anode was 5 mm from the edges of the cathodes). with 
a typical electrode impedance of 1470 ± 148 Ω. The medial 
end of the electrode array was placed on the midline with 
the cathodes at the level of the cricoid cartilage.

2.2 | Stimulation

A custom stimulation and monitoring system were devel-
oped for the initial evaluation of the effect of non- invasive 
phrenic nerve stimulation (Figure  2A). A two- channel 
stimulator was designed to deliver constant current 
monophasic stimulation to the phrenic nerve bilaterally. 
Each independently controlled channel allowed delivery 
of stimulation pulses from 10 μs to 400 μs with a resolu-
tion of 10 μs and amplitudes from 1 mA to 150 mA (assum-
ing a 2 kΩ load, i.e., a compliance voltage of 300 V) with a 
resolution of 1 mA. Pulse trains could be generated with 
frequencies from 1 Hz to 30 Hz with a resolution of 1 Hz.

To allow even greater control of stimulation parame-
ters and electrode selection, a detailed assessment of the 
parameters required to induce diaphragm contraction 
was performed using a Digitimer DS8R current- regulated 
stimulator with a compliance voltage of 400 V. Biphasic, 
charge- balanced, symmetric waveforms were used 
throughout all testing. Each of the six electrodes in the 
linear array was attached to a Digitimer D188 electrode 
selector to allow stimulation at individual electrode sites.

F I G U R E  1  Electrode design. (A) Schematic and photograph of 
concentric electrode for initial testing. A 20 mm diameter cathode 
is surrounded by a ring- shaped anode with an inner diameter 
of 30 mm and an outer diameter of 40 mm. (B) Schematic and 
photograph of linear array used for parameter optimization. Six 
1 cm × 1 cm cathodes, separated by 2 mm intervals, are surrounded 
by an anode

F I G U R E  2  System set up. (A) Schematic stimulation and monitoring equipment. Stimulation electrodes were placed on the neck 
bilaterally. Respiratory pressure and flow were measured in line with the mechanical ventilator. EMG recordings were taken from bipolar 
electrodes in the sixth and eighth intercostal spaces bilaterally. MMG was recorded using sensors placed just medial to the EMG electrodes. 
Stimulation and recording were controlled from a common interface. (B) Flowchart of parameter optimization protocol. Electrode position, 
amplitude, pulse width, and stimulation frequency were set and delivered via electrodes overlying the phrenic nerve. The response to 
stimulation was measured and the required parameters were updated according to the response elicited. (C) Flowchart of overall parameter 
optimization. All electrode positions were assessed. The best position was used for testing the amplitude required to elicit a response at a 
range of pulse widths. The strength- duration curve was used to determine pulse train parameters. Pulse trains with varying frequencies were 
then applied and the work done by the diaphragm measured
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2.3 | Initial assessment

Evaluation of the effect of non- invasive phrenic nerve 
stimulation on the diaphragm was performed by stimu-
lating the nerve bilaterally while performing multi- modal 
monitoring (Figure 2A).

Participants were placed in a supine position. Blood 
pressure, heart rate, respiratory rate, and oxygen saturation 
monitors were installed to allow monitoring during stimula-
tion. The diaphragm electromyogram (EMG) was recorded 
using bipolar electrode pairs in the sixth and eighth inter-
costal spaces bilaterally to assess the electrical response to 
stimulation. The use of a bipolar electrode arrangement at 
a significant distance from the stimulating electrodes on the 
neck allowed diaphragm EMG to be measured while avoid-
ing significant contamination with stimulation artifacts.

Mechanomyography (MMG) was performed using ac-
celerometers placed just medial to the EMG electrodes 
bilaterally to evaluate the mechanical response to stimu-
lation. Participants were connected to a non- invasive me-
chanical ventilator (Flight 60 ventilator, Flight Medical 
Innovation) in continuous mandatory (assist- control) 
ventilation mode. This mode allowed patient- triggered 
breaths on detection of an inspiratory effort while re-
verting to ventilator- triggered breaths at a fixed rate if 
necessary. This allowed the ventilator to be activated by 
inspirations generated by stimulation in order to provide 
pressure support to induced inspirations while enforcing 
a minimum number of guaranteed breaths per minute if 
there is an insufficient spontaneous effort to trigger respi-
ration. This allowed the interaction between stimulation- 
induced diaphragm contractions and mechanical 
ventilation to be investigated, including the potential risk 
of inducing patient- ventilator asynchronies due to stim-
ulation. Respiratory pressure and flow were measured in 
line with the ventilator to assess the respiratory response. 
Diaphragm ultrasound was used to provide direct visual-
ization of the response to stimulation.

A calibration procedure was performed to define the 
electrode position and stimulation parameters used for an 
initial assessment. A stimulator probe was used to man-
ually apply stimulation to the area just posterior to the 
sternocleidomastoid muscle at the level of the cricoid car-
tilage. Diaphragm response was evaluated using the multi- 
modal monitoring setup. This was repeated until the area 
that elicited the maximal diaphragm response, defined 
as the location that produced the largest area under the 
curve on pressure and flow waveforms following stimula-
tion with confirmation of diaphragm contraction on EMG, 
MMG, and direct visualization was identified bilaterally. 
Concentric electrodes were then placed in these locations 
and the stimulation parameters were tuned based on the 
diaphragm response seen during monitoring.

Following identification of the required electrode posi-
tion, stimulation amplitude, pulse width, and frequency, 
pulse trains of 1.1 s with an inter- pulse interval of 2.2 s were 
delivered. The ventilator was triggered by stimulation- 
induced inspiration, corresponding to a 1:2 inspiration: 
expiration ratio at a respiratory rate of 18 breaths per min-
ute, while the ventilator was set to produce 18 breaths per 
minute to maintain respiration if stimulation fails to trig-
ger the ventilator. It delivered 4 cmH2O of pressure sup-
port to generate inspirations. Stimulation and ventilation 
were applied for 10  min while the diaphragm response 
was monitored to assess the ability to reliably produce dia-
phragm activation while maintaining respiration without 
interfering with ventilation.

2.4 | Parameter optimization

The parameters required to reliably induce diaphragm 
activation with non- invasive stimulation of the phrenic 
nerve were evaluated using an electrode array attached 
to a Digitimer DS8R stimulator as described. Respiratory 
responses to stimulation were measured as parameters 
were systematically varied and used to update the set of 
stimulation parameters required (Figure  2B). Electrode 
position, amplitude and pulse width, and stimulation fre-
quency were systematically varied and their effects on dia-
phragm response were characterized (Figure 2C).

Respiratory responses to stimulation were recorded 
using pressure and flow sensors attached to a pitot tube 
section of an anesthetic circuit through which partici-
pants breathed freely, forming a seal with the lips around 
its end. Subjects maintained an open glottis and wore a 
nose clip to prevent the escape of air through the nose. 
The response of the diaphragm to stimulation was as-
sessed by estimating the work done by the diaphragm fol-
lowing stimulation, providing a measure of the strength of 
the induced contraction. This was done by calculating the 
pressure- volume work over the period following stimula-
tion, i.e., ∫ P dV dt.

The effect of electrode position was characterized by 
stimulating each cathode sequentially at a range of am-
plitudes using single stimulation pulses while the respi-
ratory response was measured. This was performed with 
the head centered and then while looking to the left or to 
the right to assess the effect of head position on optimal 
electrode placement.

The electrode that induced a threshold response with 
the lowest stimulating current was selected. A diaphrag-
matic response to stimulation was defined as a deflection 
in the pressure and flow measures following stimulation 
with a magnitude of greater than three standard devi-
ations from the mean for resting without stimulation. 



   | 5NON- INVASIVE PHRENIC NERVE STIMULATION

Responses were also visually inspected to manually con-
firm threshold measurements. The strength- duration 
curve for the phrenic nerve was then characterized by 
measuring the threshold required to produce a measur-
able diaphragm response for a range of pulse widths using 
single stimulation pulses. The strength- duration curve in-
dicates the minimum stimulation current required to pro-
duce a response at a range of pulse widths. This provides 
important information on the responsiveness of the nerve 
to stimulation and the sensitivity of the nerve to changes 
in stimulation parameters. This provides valuable data for 
determining the most efficient stimulation parameters to 
produce reliable capture of the nerve as well as providing 
data on the variability of the parameters required to pro-
duce a response across a population.

The effect of stimulation frequency was investigated 
by delivering 200 ms pulse trains of varying frequency at 
the optimal electrode using 100 μs pulses at 125% of the 
threshold identified. The diaphragmatic pressure- volume 
work produced by stimulation was calculated and inte-
grated over the 1 s following stimulation to measure the 
effect of stimulation.

3  |  RESULTS

3.1 | Participants

Ten participants (5 male, 5 female) were recruited for an 
initial assessment of the effect of non- invasive phrenic 
nerve stimulation. Participants had a mean age of  

31 (range 26– 39) years and a mean weight of 77 (range 
66– 95) kilograms.

For a detailed assessment of stimulation parame-
ters, 14 participants were recruited (7 male, 7 female). 
Participants had a mean age of 28 (range 19– 50) years and 
a mean weight of 71 (range 52– 98) kilograms.

3.2 | Multi- modal assessment

Bilateral non- invasive phrenic nerve stimulation pro-
duced a diaphragm response, with the agreement of all 
multi- modal measures, in all participants. Stimulation 
successfully produced a sufficient diaphragm response 
to trigger the ventilator in all participants, producing 
diaphragm exercise while ensuring consistent respira-
tion during ventilation. The ventilator was driven by 
stimulation- induced breaths alone for the full duration of 
stimulation in all participants, without any need to revert 
to ventilator- triggered breaths.

Figure 3 shows a representative 15- s interval of multi- 
modal recording during stimulation and ventilation. 
Electrical, mechanical, and respiratory measures all in-
dicate significant diaphragm activation bilaterally in re-
sponse to stimulation (Figure  3A). This is confirmed by 
ultrasonic visualization of diaphragm contraction during 
stimulation (Figure 3B). Non- invasive phrenic nerve stim-
ulation produces robust diaphragm contractions which 
can be detected using multiple measurement modalities.

The stimulation parameters used to produce consis-
tent diaphragm responses in each participant are shown 

F I G U R E  3  Response to phrenic nerve stimulation. (A) Bilateral EMG, respiratory flow and pressure, and bilateral MMG were recorded 
during stimulation. An example 15 s window during delivery of 20 mA, 200 μs pulses at 13 Hz with a pulse train duration of 1.1 s and an 
inter- pulse interval of 2.2 s, synchronized to the ventilator, is shown. There is a clear response to phrenic nerve stimulation in all modalities 
measured. (B) Example diaphragmatic response to phrenic nerve stimulation assessed by ultrasound. Stimulation with 14 mA, 200 μs pulses 
at 15 Hz with a pulse duration of 1.1 s produced a diaphragm thickening fraction of 45.1%, demonstrating a robust diaphragm contraction in 
response to non- invasive phrenic nerve stimulation
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in Table  S1. The mean stimulation amplitude was 23.9 
± 6.3 mA with a pulse width of 208.0 ± 38.2 μs. The mean 
within- burst stimulation frequency was 13.4 ± 1.1 Hz.

No adverse reactions occurred during stimulation. 
All monitored vital signs remained within physiological 
ranges with no change during or following stimulation. 
Four participants reported discomfort during stimulation. 
This was described as a prickling sensation under the 
electrode. In each case, this appeared to be due to poor 
electrode adhesion and was successfully remedied by re-
placing the electrode that was inducing discomfort.

3.3 | Electrode position

The effect of variations in electrode position on the re-
sponse to stimulation was evaluated using a custom linear 
array in a larger group of participants. In all participants, 
one cathode showed a greater response than all the oth-
ers, with a rapid drop in diaphragm response following 
stimulation at the neighboring electrodes. An example of 
an electrode sweep over a range of amplitudes is shown in 
Figure  4A, where one electrode shows a clear response, 
while there is a smaller response at neighboring electrodes 
and little response at other electrodes.

The distributions of optimal electrodes across all par-
ticipants for each head position are shown in Figure 4B. 
Most participants (6/14) had a maximal response at elec-
trode 5 (68 mm from the midline), while 4 participants had 
a maximal response at the 4th (56 mm from the midline) 
and 6th (80 mm from the midline) electrodes. Notably, the 
optimal electrode did not vary with head position in any 
participant.

The optimal electrode for phrenic nerve stimulation 
could be reliably identified with a single sweep of single 

pulses at each electrode, allowing extremely rapid deter-
mination of the ideal electrode position for stimulation. 
Using single pulses at 2 Hz, the optimal electrode could 
be determined out of a set of six potential electrodes in 
3 s during a single respiratory cycle. The optimal elec-
trode for phrenic nerve capture also produced minor 
head movements on stimulation, likely due to activa-
tion of the underlying sternocleidomastoid muscle. In 
some participants, activation lateral to the optimal site 
for phrenic nerve activation produced movements of the 
arm and hand, likely due to activation of components 
of the brachial plexus lateral to the phrenic nerve. The 
locations for optimal activation of the phrenic nerve and 
activation of the brachial plexus did not overlap in any 
participants.

3.4 | Strength- duration curve

The strength- duration relationship for stimulation pa-
rameters was characterized using the optimal electrode 
identified on assessment of electrode position. This dem-
onstrates the minimum current required to produce nerve 
activation using a variety of pulse widths, characterizing 
the variability of parameters needed to produce a response 
and the sensitivity of responsiveness to changes in stimu-
lation parameters. In all participants, diaphragm activa-
tion could be produced using reasonable stimulation 
parameters without excessive discomfort.

Threshold amplitudes were variable across individ-
uals. There was a decrease in threshold as pulse width 
increased in all participants. The individual and mean 
strength- duration curves for the phrenic nerve using sin-
gle stimulation pulses are shown in Figure 5. A hyperbolic 
curve produced a good fit to the mean strength- duration 

F I G U R E  4  Effect of electrode position. (A) Example of differential pressure generated by single stimulation pulses at each electrode 
over a range of amplitudes. The response is sensitive to electrode positioning, with a rapid drop- off in response between the optimal 
electrode and its neighbor. In this example, electrode 4 shows the strongest response with little response outside of this electrode. (B) 
Heatmap of optimal electrode position across participants; color indicates the number of participants for which that electrode was optimal. 
The number of participants is also shown within the heatmap. Electrode 1 is most medial with electrode 6 lateral. All participants responded 
to one of electrodes 4– 6; the optimal electrode did not change with head position
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plot (R2  =  0.94; mean absolute error  =  1.95 mA), as is 
characteristic of strength- duration relationships.

3.5 | Stimulation frequency

Two hundred milliseconds of pulse trains of 100 μs pulses 
at 125% of the threshold identified on strength- duration 

testing and at frequencies above 10 Hz produced a meas-
urable diaphragm contraction in all participants with a 
nerve capture rate of 100%, i.e., delivery of a pulse train at 
the optimal electrode at 125% of the threshold amplitude 
always produced a robust diaphragm contraction.

The work produced by stimulation increased as stimu-
lation frequency increased. An example of the measured 
power (W) following pulse trains at varying frequencies is 
shown in Figure 6A. The total work (J) done during the 
induced contraction is shown in Figure 6B. This increases 
as stimulation frequency increases, with a sharp increase 
up to 50 Hz, and an average work at 100 Hz of 0.17 ± 0.09 J, 
corresponding to an inhaled volume of 609 ± 92 ml.

4  |  DISCUSSION

Our results indicate that non- invasive stimulation of the 
phrenic nerve for inducing diaphragm contraction is fea-
sible, and this does not require the application of pres-
sure. We have characterized the stimulation parameters 
required for achieving reliable activation of the nerve.

Induction of diaphragm contraction using non- invasive 
stimulation was confirmed using multiple modalities, in-
cluding ultrasonic visualization. Further, this response 
was maintained during repeated stimulation and could 
reliably trigger the ventilator without the need to revert to 
ventilator- triggered breaths and without interfering with 
respiration. These results provide strong evidence that 
non- invasive stimulation can reliably produce robust dia-
phragm contractions suitable for maintenance of function 
during ventilation.

Monitoring of vital signs and clinical assessment re-
vealed no adverse events during or following stimula-
tion, suggesting that the phrenic nerve can be activated 
without producing side effects, such as unintended au-
tonomic effects due to stimulation of the nearby vagus 

F I G U R E  5  Strength- duration curve showing the minimum 
stimulation current required to produce a diaphragm response 
for a range of pulse widths. The individual participants' strength- 
duration curves are shown as gray dashed lines. The mean 
strength- duration curve for all participants (n = 14) is shown as 
a black dashed line. The standard deviation is indicated by the 
shaded region. The amplitude required to induce diaphragm 
contraction decreases as pulse width increases. A hyperbola fit to 
the strength- duration curves for all participants is shown as a solid 
line (R2 = 0.94)

F I G U R E  6  Effect of stimulation 
frequency on diaphragmatic work. 
(A) Example of diaphragm activity 
(W) following pulse train at a range 
of frequencies up to 100 Hz. (B) 
Diaphragmatic work done (J) following 
stimulation for a range of frequencies. 
Mean work done is shown. The standard 
deviation is shown as the shaded region. 
Increasing stimulation frequency induces 
greater diaphragmatic work
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nerve or the carotid sinus higher in the neck. Some par-
ticipants noted discomfort during stimulation due to 
the activation of cutaneous afferents and contraction of 
muscles in the neck. This discomfort was particularly 
notable at higher- frequency stimulation. This discom-
fort during stimulation may limit the application of 
non- invasive phrenic nerve stimulation to awake pa-
tients for prolonged periods but is unlikely to provide 
a major barrier to application in sedated, ventilated 
patients.

Activation of nearby structures, such as cutaneous af-
ferents and neck muscles, is due to the lack of selectivity 
of surface electrodes. All structures under the electrodes 
are exposed to the electric field produced by stimulation, 
making targeted stimulation challenging. We found that 
the use of a concentric electrode arrangement was suc-
cessful in constraining the area of activation, limiting 
off- target effects, and allowing more targeted stimulation 
of the phrenic nerve. This was achieved by the enclosing 
anode limiting spread of the produced electric field be-
yond the area underlying the electrode. In order to allow 
greater control over the positioning of electrodes for as-
sessment of sensitivity to electrode location and automatic 
identification of the optimal stimulation position, we fur-
ther developed a linear electrode array with a surrounding 
anode. This allowed us to maintain targeted stimulation 
of the phrenic nerve with minimal off- target effects while 
still retaining tight control over the precise location of 
stimulation.

The ability to activate the phrenic nerve non- 
invasively is very sensitive to electrode position. 
Stimulation at the level of the cricoid cartilage reliably 
produced a response, but the lateral position required 
varied between individuals. All participants showed a 
response with stimulation using 1 cm cathodes centered 
between 56 mm and 80 mm from the midline, with most 
responding to stimulation centered at 68 mm, but the 
individual optimum position was variable. This has im-
portant implications for the practical application of this 
technique, as care must be taken to ensure electrodes 
are positioned appropriately.

However, our results also indicate that the optimal sur-
face point for achieving nerve capture does not vary with 
head position. This is relevant for patients in intensive 
care, where prone positioning (i.e., lying the patient on 
their front) may be used to improve lung function. Prone 
positioning requires the head to be rotated up to 90° to 
the left or right; furthermore, it is generally used intermit-
tently with periodic changes from supine (where the head 
will generally be in a neutral position) to prone and back 
again. Our results suggest that electrodes will not need to 
be repositioned when the head is turned. Further, our re-
sults demonstrate that it is possible to rapidly identify the 

optimal electrode position from an array using measure-
ments of the diaphragm response; this raises the possibil-
ity of automatic electrode selection from a surface array to 
account for inter- individual variability.

Our characterization of the strength- duration relation-
ship for non- invasive stimulation of the phrenic nerve 
and the relationship between stimulation frequency and 
inhaled volume provide a demonstration of the ability to 
achieve meaningfully strong and powerful diaphragm con-
tractions with non- invasive stimulation with parameters 
that are achievable with standard stimulation hardware. 
This further provides a valuable resource for the develop-
ment of non- invasive stimulation systems by detailing the 
stimulation parameters required and their variability.

While our results were limited to the assessment of 
the use of pressure and flow measurements to assess the 
diaphragmatic response to stimulation, further work on 
other sensing modalities, such as lung sounds, may iden-
tify other methods of quantifying diaphragm activity and 
optimizing response to stimulation. Similarly, the results 
presented here used continuous mandatory ventilation 
to test interactions between stimulation- induced breath-
ing and ventilation systems by relying on the ability of 
stimulation- induced breaths to trigger the ventilator. For 
application in an intensive care environment, it will also 
be valuable to implement a method to trigger the stim-
ulator using the recorded respiratory signals in order to 
synchronize the stimulator with mandatory ventilation 
as an alternative to relying on assistive ventilation modes. 
Electrode location is also an important consideration for 
integration into existing intensive care workflows. Some 
ventilated patients will require central venous access. A 
linear array with the configuration presented here may 
provide a barrier to placing central venous catheters in 
the internal jugular vein. While using the subclavian vein 
for central access is a simple alternative, re- designing the 
electrode array using the positioning data presented here 
may allow for reliable stimulation of the phrenic nerve 
without interfering with central venous access in the neck.

Further, while we can demonstrate reliable induc-
tion of diaphragm contraction in healthy volunteers, 
the ability to consistently produce sufficient diaphrag-
matic work to maintain function during mechanical 
ventilation in sedated, ventilated patients, whose body 
composition may vary over a broader range than our 
healthy volunteers, over the course of multiple days will 
need to be formally assessed. Similarly, the electrode 
impedances are likely to change over time and may re-
quire electrode replacement in situations where venti-
lation is required for longer than one week.18 A formal 
assessment of electrode performance over time will be 
required to determine the practical implications for pro-
longed use in intensive care units. However, issues with 
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electrode replacement should be partially offset by easy 
landmark- based electrode positioning and rapid identi-
fication of the optimal stimulating electrode, limiting 
the time and practical skills required to produce reliable 
phrenic nerve capture.

Overall, these results support the potential clinical va-
lidity of non- invasive methods for maintaining diaphragm 
conditions and highlight the need for a clinical study of 
the efficacy of this approach in an intensive care environ-
ment. While care must be taken to ensure accurate elec-
trode placement, the stimulation parameters required are 
well within the range of standard stimulation systems and 
well within safe limits. This opens the possibility for non- 
invasive systems for maintaining diaphragm function in 
the intensive care setting, potentially improving ventila-
tion outcomes while avoiding the risks and technical lim-
itations of more invasive stimulation techniques.
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